Air-borne radiation from bone conduction transducers.
The relative magnitudes of air-borne radiation and mechanical vibration from three types of bone conduction transducer have been measured. The study suggests that the presence of excess air-borne radiation can lead to the observation of a false air-bone gap in audiometry. Some methods of overcoming this effect are considered.